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An impedance method for spatial sensing of 3D
cell constructs – towards applications in tissue
engineering†
C. Canali,a C. Mazzoni,a L. B. Larsen,a A. Heiskanen,a Ø. G. Martinsen,b,c A. Wolﬀ,a
M. Dufvaa and J. Emnéus*a
We present the characterisation and validation of multiplexed 4-terminal (4T) impedance measurements
as a method for sensing the spatial location of cell aggregates within large three-dimensional (3D) gelatin
scaﬀolds. The measurements were performed using an array of four rectangular chambers, each having
eight platinum needle electrodes for parallel analysis. The electrode positions for current injection and
voltage measurements were optimised by means of ﬁnite element simulations to maximise the sensitivity
ﬁeld distribution and spatial resolution. Eight diﬀerent 4T combinations were experimentally tested in
terms of the spatial sensitivity. The simulated sensitivity ﬁelds were validated using objects (phantoms)
with diﬀerent conductivity and size placed in diﬀerent positions inside the chamber. This provided the
detection limit (volume sensitivity) of 16.5%, i.e. the smallest detectable volume with respect to the size of
the measurement chamber. Furthermore, the possibility for quick single frequency analysis was demon-
strated by ﬁnding a common frequency of 250 kHz for all the presented electrode combinations. As ﬁnal
proof of concept, a high density of human hepatoblastoma (HepG2) cells were encapsulated in gelatin to
form artiﬁcial 3D cell constructs and detected when placed in diﬀerent positions inside large gelatin
scaﬀolds. Taken together, these results open new perspectives for impedance-based sensing techno-
logies for non-invasive monitoring in tissue engineering applications providing spatial information of con-
structs within biologically relevant 3D environments.
1. Introduction
The membranes of biological cells are primarily composed of
phospholipid bilayers embedding cholesterol and proteins.
Hence, they are dielectrics with bound charges, displaying
high resistivity (tens of kΩ cm2) and capacitance (1 µF cm−2).
Cell membranes surround a conductive aqueous environment
(cytosol) consisting of a mixture of small molecules and bio-
logical macromolecules. In biological tissues, cells are sur-
rounded by proteinaceous hydrogel-like extra cellular matrix
(ECM), which combines the cellular passive electrical pro-
perties with free charges of varying mobility. Hence, under the
influence of an alternating electric field, cells and tissues
exhibit complex behaviour, which varies depending on the fre-
quency range.1–3 Accordingly, electrical impedance spectro-
scopy (EIS) has been successfully applied as a non-invasive
and cost-eﬀective method for studying the physico-chemical
properties of diﬀerent biological materials in research span-
ning from cell biology4,5 and tissue engineering6,7 to physio-
logy and medical technology.8
Although biophysical studies of cells in suspension have
provided information on their electrical properties,9 presently
the most widely used application of EIS is related to studies on
2D cultures of adherent cells as originally proposed by Giæver
and Keese.10 2-terminal (2T) impedance measurements, where
the dielectric properties of cells modulate the interface
impedance of electrodes, have been demonstrated to provide
information on cell size, morphology, adhesion, spreading,
proliferation and death.
In the last decade, there has been an increasing demand
for cell culture models to bridge the gap between conventional
2D cultures and tissue engineering to better mimic the in vivo
environment in terms of physiological and biomechanical be-
haviour.11,12 Cells cultured in a three-dimensional (3D)
environment significantly diﬀer in terms of cell–cell and cell-
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matrix interactions from those grown in conventional 2D cul-
tures. They acquire an in vivo-like morphology that better
reflects the mechanisms of proliferation, survival, diﬀeren-
tiation and migration.13 Such dynamics may be diﬃcult to
monitor using conventional microscopy techniques due to
diﬃculties with light penetration and scattering eﬀects in
thick scaﬀolds. A promising tool in this regards is EIS detec-
tion, which has been demonstrated for monitoring thin 3D
cultures.14 However, when increasing the dimensions of the
3D matrix towards the requirements of tissue engineering, the
developed sensing method has to provide suﬃcient spatial
resolution for mapping cell distribution. We have recently
demonstrated EIS detection in large 3D cell cultures using
complementary 2T- and 3T measurements to collect spatially
distributed information within the 3D space.6
Further development of EIS monitoring in large scaﬀolds
relevant for tissue engineering is, however, necessary to
improve the achieved spatial resolution. Inspiration can be
found in physiological impedance measurements on tissues
and organs, usually defined as bioimpedance.15 These
measurements give an insight into the composition, i.e.
density and integrity, of tissues and organs, correlating the
results to pathophysiological processes. More recently, electri-
cal impedance tomography (EIT) has emerged as a suitable
technique for imaging organs, e.g., brain and breast, as well as
their activity, e.g., lung ventilation and gastric empting.16 In
EIT, four-terminal (4T) impedance measurements are com-
monly employed to minimise errors due to electrode interface
impedance (e.g. polarisation impedance, Zp)
17,18 and to maxi-
mise the reciprocity of the measurement method.19,20 Two sepa-
rate electrode couples are used as current carrying (CC) and
voltage pick-up (PU) electrodes. The measured impedance is
the transfer impedance,21 i.e. a part of the excitation signal
carried by the CC couple is transferred to the PU couple
depending on the material properties and composition.
Modern instrumentation, having high input impedance,
allows measurements in which the PU electrodes are not
current carrying, eliminating the contribution of the PU elec-
trode interfaces to the measured impedance.6,22,23 Moreover,
the application of an independent CC couple facilitates
measurements without the sensitivity field (S) being influ-
enced by the interface impedance of the CC couple.
In this work, we present the characterisation and validation
of an impedance-based method using multiplexed 4T impe-
dance measurements for sensing the distribution of cell aggre-
gates within large 3D gelatin scaﬀolds. An array of four
rectangular measurement chambers, each chamber compris-
ing eight platinum (Pt) needle electrodes positioned along the
perimeter, was used for parallel analysis. Using diﬀerent combi-
nations of electrodes (modes) as the CC and PU couple, we
demonstrate the potential of using multiplexed 4T measure-
ments to gather information on the spatial distribution of cell
aggregates within a 3D environment. Finite element (FE) simu-
lations were used to study the influence of electrode position-
ing within the measurement chamber and the resulting
sensitivity field (S).22,24 The approach was first validated using
cylindrical metal and plastic test objects (phantoms) of
varying dimensions placed in diﬀerent positions to find the
detection limit (volume sensitivity), i.e. the smallest detectable
volume with respect to the measurement chamber size, and a
common frequency for the eight sensing modes to facilitate
quick single frequency analysis. Artificial cylindrical 3D cell con-
structs, composed of a high density of human hepatoblastoma
(HepG2) cells encapsulated in gelatin, were then introduced in
diﬀerent positions inside a larger gelatin scaﬀold in each
measurement chamber. The presented 4T impedance sensing
provides information on the spatial position of the constructs
within biologically relevant 3D environments, opening new
possibilities for non-invasive 3D monitoring in tissue engineer-
ing applications.
2. Experimental
2.1. FE simulation of sensitivity field (S) distribution
FE simulations were carried out using Comsol Multiphysics
v.4.4 to map the sensitivity field (S) distribution for diﬀerent
combinations of current carrying (CC) and voltage pick-up
(PU) electrodes placed within the measurement chamber. ESI
S1,† provides details of diﬀerent electrode configurations used
in EIS (2T, 3T, 4T) and the technique for calculating S.25
Regions of positive/(negative) sensitivity are defined where the
measured impedance increases/(decreases) with an increase in
the actual impedance of the sample.26 It is relevant to point
out that S does not quantitatively reflect what is experimentally
measured, but it expresses how much weight the local
impedance in a specific 3D sub-volume has on the total
measured impedance.25 Computational models were built to
maximise regions of positive sensitivity, assuming the
chamber was filled with a commercial conductivity standard
solution with a conductivity close to that of physiological solu-
tions (σ = 1.3 S m−1 and εr = 80). The mesh consisted of
153 891 tetrahedral elements with an average element quality
of 0.672. Eight diﬀerent combinations of electrode pairs were
optimised (Fig. 1Aa–h) to focus on the sensitivity field distri-
bution in specific sub-volumes within the whole measurement
chamber volume (Fig. 1Ba–h). A potential of 10 mV was
applied. Electrical insulation was applied to the chamber
walls. S was computed as S = JPUJCC [m
−4], where JPU is the
current density vector for the PU couple and JCC is the current
density for the CC couple.25 ESI S2 and S3† show simulations
of diﬀerent (i) chamber geometries, (ii) electrode distances
and (iii) phantoms (made of stainless steel and acrylic plastic)
to assess the suitability of the method for sensing samples
with a wide range of electric properties.
2.2. Design and fabrication of the measurement
chamber array
An array of four chambers (dimensions: 16 × 19 × 10 mm3) for
parallel analysis was micromilled from a polycarbonate sub-
strate having a thickness of 15 mm (Fig. 2). Within each
chamber, eight cylindrical holes (Ø 1.1 mm, 2 mm deep) were
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drilled along the periphery of the measurement chamber for
holding the Pt electrodes (Ø 1 mm) in place. The electrode
positioning was determined based on the results of the FE
simulation. Pt was chosen as it has been demonstrated to be a
suitable biocompatible material for AC applications.27 Electro-
des were located in couples, 4 mm apart from each other on
each perpendicular side of the chamber (Fig. 2a). A lid for the
measurement chamber was fabricated using 5 mm thick poly-
carbonate with holes in diﬀerent positions (Fig. 2b) for place-
ment of (i) electrodes and (ii) cylindrical phantoms having
diﬀerent diameters (2, 3, 4, 5, 6, 8 mm). Crocodile clips were
used for contacting the electrodes to the impedance analyser.
Prior to each experiment, the Pt electrodes were cleaned for
10 min in acetone followed by rinsing with Milli-Q water (Milli-
pore Corporation, Billerica, MA, USA) and potential cycling in
0.1 M H2SO4 (−0.4 to 1.7 V vs. Ag/AgCl (3 M KCl); approxi-
mately 40 cycles at a scan rate of 200 mV s−1).
2.3. Phantom experiments
The eight simulated modes of 4T configuration were validated
with phantom experiments using stainless steel and plastic
cylinders of increasing dimensions (Ø 2–8 mm) placed in
diﬀerent positions (centre and four corners, Fig. 2b) inside the
measurement chambers filled with conductivity standard solu-
tion (1.3 S m−1 Hanna Instruments, cat. 663-5047). A 10 mV AC
potential was applied in the frequency range between 1 kHz
and 1 MHz using an impedance analyser SI1260 and a SI1294
impedance interface (Solartron Instruments, Hampshire, UK).
For all phantom experiments, characterisation data are pre-
sented as an average of three individual experiments in each
chamber using fresh solution and rinsing the phantom
with Milli-Q water prior to each experiment (average ± s.e.m.,
n = 12).
Fig. 1 (A) Schematics of the eight optimised 4T conﬁgurations (modes 1–8). CC1 and CC2 form the current-carrying electrode couple and PU1 and
PU2 form the voltage pick-up couple. Red and blue dashed lines represent the directions of CC and PU electric ﬁelds, respectively. (B) FE simulations
for S [m−4] distribution (slice view): mode 1 (a), mode 2 (b), mode 3 (c), mode 4 (d), mode 5 (e), mode 6 (f ), mode 8 (h). White areas in the horizontal
cross-sections are associated with negative sensitivity.
Fig. 2 (a) The measurement chamber design. (b) Photo of the measure-
ment chamber, showing electrode position and openings for phantoms.
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2.4. Spatial sensing of artificial 3D cell constructs
Prior to impedance measurements, the chambers were steri-
lised with 70% ethanol for 20 min and allowed to dry in a
laminar flow bench. Artificial 3D cell constructs (Ø 4.6 mm
and height 10 mm) were prepared by encapsulating 107 HepG2
cells (American Type Culture Collection, Rockville, MD, USA)
in 5% w/v gelatin (48723 Fluka). 12.5% (w/v) gelatin stocks
were dissolved in serum-free cell culture medium (Roswell
Park Memorial Institute RPMI 1640). The gel was covalently
cross-linked using microbial transglutaminase (Activa® RM,
Ajinomoto) dissolved in RPMI 1640 containing 10% fetal
bovine serum and 1% penicillin/streptomycin. Cells were
directly mixed with liquid gelatin and cast in a cylindrical
mould with a piston for cylinder extrusion after curing
(4 hours at 37 °C in a humidified 5% CO2 incubator). Measure-
ments were performed placing a cylindrical artificial 3D cell
construct in two diﬀerent positions inside the chamber (centre
or top left corner), and 2 mL of 5% (w/v) gelatin was cast
around and let polymerise for 2 hours. After gelatin polymeri-
sation, the chamber was filled with cell culture medium. EIS
spectra were acquired before and after medium addition, as
described in Section 2.3. Data for artificial 3D cell constructs
were compared with plain 5% (w/v) gelatin cylinders sur-
rounded by 2 mL of 5% w/v gelatin. Measurements were per-
formed in three independent experiments using a diﬀerent
cylinder and filling gelatin (each position tested in duplicate).
Data are presented as average ± s.e.m., n = 6. Control experi-
ments comprised measurements on 5% (w/v) bulk gelatin
scaﬀolds without any added gelatin cylinder. 21 individual
experiments were performed (average ± s.e.m., n = 21) using
5% (w/v) bulk gelatin scaﬀold (three diﬀerent stock solutions)
filling the same volume as in the presence of a gelatin cylinder
(16 × 19 × 6.6 mm3).
3. Results and discussion
3.1. FE simulation of S distribution
Martinsen and Grimnes previously illustrated the significance
of electrode configuration for impedance measurements focus-
ing on a sub-volume in a physiological 3D sample.21 In this
study, we optimised eight diﬀerent modes of 4T configuration
(Fig. 1A) for spatial sensing in a 3D environment. The elec-
trode distance was evaluated with respect to the measurement
chamber size (ESI S2†). To design configurations that individu-
ally focus on specific sub-volumes inside the chamber and
cover the entire chamber volume (Fig. 1), sites for current
injection and voltage measurement were established by mini-
mising negative sensitivity zones. Based on FE simulations,
modes 1 and 2 (Fig. 1Ba,b) are expected to have a sensitivity
covering the entire chamber volume, however, mainly focusing
on the centre. Mode 2, associated with longer current path,
results in a higher simulated impedance. Modes 3, 4, 5 and 6
(Fig. 1Bc–f ) focus on the corners in a symmetrical fashion,
therefore, yielding the same impedance for a homogeneous 3D
volume. They show very low sensitivity in the centre. Mode 3,
focusing on the top left corner, has S = 0 at the bottom right
corner. Due to symmetry, all the other modes (4–6) have the
maximum S in one corner, whereas S = 0 in the opposite
corner (diagonally). Modes 7 and 8 (Fig. 1Bg,h) show sym-
metrical diagonal current paths through the centre of the
chamber, with lower S with respect to modes 1 and 2. They
also slightly sense two diagonally located corners and have
large zones of negative sensitivity in the two other corners.
The eight configurations were further evaluated based on FE
simulation of a metal and plastic object (phantom) inside the
chamber (ESI S3†). Results indicate that each mode individu-
ally provides S focusing on a specific sub-volume and that they
provide information regarding the position of an object in the
chamber through the distribution of relative impedance
changes in the whole 3D volume.
3.2. Phantom experiments
Phantom experiments were used to verify FE simulations and
determine the limit of detection for the sensing method. In
impedance measurements, a metal phantom, having a higher
conductivity than the surrounding electrolyte medium,
decreases the measured impedance in comparison with
measurements on the same solution without a phantom. In
the case of a nonconductive phantom (plastic object), the
eﬀect is the opposite.28 This applies to measurements when
the phantom is placed in a zone of positive S (Fig. 1B). Fig. 3
and 4 show the impedance spectra obtained when using metal
and plastic phantoms of increasing diameter, respectively,
placed in the centre of the measurement chamber. The same
analysis was performed for 4 mm diameter phantoms placed
in the corners of the chamber. All the experimental results are
summarised in ESI S4.†
Fig. 3a,b and 4a,b show acquired spectra for modes 1 and 2,
respectively, in the presence of a metal or plastic phantom
with increasing diameter placed in the centre of the chamber.
Corresponding spectra for modes 3 and 7 are shown in Fig. 3c,
d and 4c,d. A phantom placed in the centre of the chamber is
primarily sensed with modes 1, 2 and 7, which focus on the
entire volume, whereas mode 3 only slightly senses the pres-
ence of the phantom. On virtue of symmetry, modes 4–6
(Table S4†) show exactly the same behaviour as mode 3. Since
mode 3 has weak sensitivity for the centre, the spectrum for
the 2 mm metal phantom (Fig. 3c) fully overlaps with that of
the blank. In the case of plastic phantoms, the spectrum for
2 mm phantom is below the impedance level of the blank,
while that for the 3 mm phantom overlaps with the spectrum
of the blank. From Fig. 3 and 4, it can be concluded that our
method has the limit of detection of 4 mm in terms of object
dimension regardless of material properties. This corresponds
to 16.5% of the total volume in the centre of the chamber.
This applies also to phantoms placed in the measurement
chamber corners (Table S4†).
For all modes, the spectra acquired for the diﬀerent metal
phantoms show good discrimination in terms of phantom dia-
meter in the frequency range 100–300 kHz, with mode 2 giving
the highest impedance. For plastic phantoms, the impedance
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magnitude of the spectra acquired for the diﬀerent modes
remains more constant through a wider frequency range. For
general analysis of the spectra, 250 kHz is a suitable frequency
when comparing the behaviour of diﬀerent objects in the
chambers. This choice of frequency has also the advantage
that it is low enough not to be significantly aﬀected by parasi-
tics that appear at higher frequencies (above 300 kHz).
For a phantom placed in one of the chamber corners, all
the modes show good discrimination at 250 kHz. All spectra
were analysed at this frequency and summarised in Table S4,
ESI S4.† Modes 3–6 show the highest S for a phantom placed
in the corner where the mode has specific focus according to
the FE simulation (Fig. 1Bc–f ), with the S being lowest in the
opposite corner (diagonally). Modes 1 and 2 do not show any
discrimination of phantoms placed in the corners due to their
specific focus on the centre of the measurement chamber.
Modes 7 and 8 have two diagonal corners where the presence
of the phantom can be weakly sensed. However, the spectra
acquired for a phantom in either of those corners are over-
lapping and cannot be discriminated, as expected from the FE
analysis (Fig. 1Bg,h). In the two other corners, the presence of
the phantom cannot be sensed due to the large zones of nega-
tive sensitivity. This represents a situation where the phantom
is partially located in the zone of negative and positive sensi-
tivity (depending on its size) which makes it diﬃcult to dis-
tinguish the spectra for the phantoms from that of the blank.
Fig. 3 Characterisation using a metal phantom of increasing diameter (2–8 mm) placed in the centre of the measurement chamber (indicated by a
grey dot) ﬁlled with conductivity standard solution: (a) mode 1, (b) mode 2, (c) mode 3, (d) mode 7. Data are compared with spectra for the same
solution (blank) and reported as average ± s.e.m., n = 12.
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As expected, by increasing the phantom diameter, the absolute
variation in measured impedance increased for all eight
modes.
3.3. Spatial sensing of artificial 3D cell constructs
The sensing method was further validated with artificial 3D
cell constructs using 5% (w/v) gelatin cylinders, embedding
high density of HepG2 cells to mimic a biological tissue placed
in the centre and at the top left corner of a large 5% (w/v) bulk
gelatin scaﬀold. The Young’s modulus of these enzymatically
cross-linked gelatin constructs is approximately 3.6 kPa (data
not shown), which is within the stiﬀness range for soft tissues,
such as liver.6,29,30
The variability between diﬀerent bulk gelatin scaﬀolds was
assessed for impedance measurements with the eight diﬀerent
modes after medium addition on top (ESI S5†). The s.e.m.
were in all cases one order of magnitude lower than the aver-
aged impedance values at 250 kHz (Table S5†), indicating the
good reproducibility of our method. This also demonstrates
that there is low variability between diﬀerent gelatin stocks
and diﬀerent 5% (w/v) bulk gelatin scaﬀolds. Since modes that
focus on the chamber corners show current paths having the
same length, they are expected to give the same impedance
Fig. 4 Characterisation using a plastic phantom of increasing diameter (2–8 mm) placed in the centre of the measurement chamber (indicated by a
grey dot) ﬁlled with conductivity standard solution: (a) mode 1, (b) mode 2, (c) mode 3, (d) mode 7. Data are compared with spectra for the same
solution (blank) and reported as average ± s.e.m., n = 12.
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value if the bulk gelatin scaﬀold is homogeneously distributed
in the 3D space, with a smooth top surface. However, we found
that the measured impedances were similar for corners on the
same side, i.e. the impedance associated to the top left corner
(mode 3, 43 ± 3 Ω) was similar to the one measured for the
bottom left corner (mode 5, 44 ± 3 Ω) and the impedance for
the top right corner (mode 4, 58 ± 5 Ω) was similar to the one
for the bottom right corner (mode 6, 56 ± 5 Ω). This is probably
due to the fact that the measurement chambers were always
slightly tilted in the incubator, with slightly more medium
covering the left side of each scaﬀold. Hence, the higher con-
ductivity of cell culture medium31,32 above the gelatin provides
an additional current path bypassing the gelatin, which
decreases the measured overall impedance. Modes 7 and 8,
focusing primarily on the chamber centre and slightly on
diagonal corners, showed similar values of impedance (37 ± 3
and 40 ± 3 Ω, respectively).
Fig. 5 shows spatial characterisation using a plain gelatin
cylinder placed at the top left corner and in the centre of the
bulk gelatin scaﬀold (Fig. S6.1†). Based on the results reported
Fig. 5 Sensing of a 5% (w/v) gelatin cylinder embedded in bulk gelatin scaﬀold and placed either at the top left corner or in the centre: (a) mode 1,
(b) mode 2, (c) mode 3, (d) mode 7. Data are compared with 5% (w/v) bulk gelatin scaﬀold (average ± s.e.m., n = 21) and reported as average ± s.e.m.,
n = 6. Other modes are shown in Fig. S6.2.† The position of the main focus of each mode is indicated by an asterisk.
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above, measurements were taken after addition of medium on
top of the scaﬀold and the most significant frequency range
up to 300 kHz is shown. As expected, the sensing method
cannot discriminate between cylinder positions since both
cylinder and scaﬀold are made of the same biomaterial.
However, disregarding the measurement mode, the impedance
for scaﬀolds with embedded cylinders is always higher than
for bulk gelatin scaﬀolds. This may be related to surface in-
homogeneities originating when casting gelatin around the
cylinder or to the possibility that the cylinder becomes slightly
more solidified than the bulk gelatin scaﬀold when this latter
is solidifying in the chamber. None of the sensing modes
shows any significant diﬀerence between the two tested posi-
tions (centre and top left corner). However, what was illus-
trated in the previous paragraphs for metal and plastic
phantoms also applies for gelatin cylinders. Mode 1 (Fig. 5a)
resulted in lower impedance than mode 2 (Fig. 5b) due to
its shorter current path, while modes 7 (Fig. 5d) and 8
Fig. 6 Sensing of a 5% (w/v) gelatin cylinder containing 107 HepG2 cells as artiﬁcial 3D cell construct embedded in bulk gelatin scaﬀold and placed
either at the top left corner or in the centre. Mode 1 (a), mode 2 (b), mode 3 (c), mode 7 (d). Data are compared with 5% (w/v) bulk gelatin scaﬀold
(average ± s.e.m., n = 21) and reported as average ± s.e.m., n = 6. Other modes are shown in Fig. S6.3.† The position of the main focus of each mode
is indicated by an asterisk.
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(Fig. S6.2d†) resulted in similar impedance values as they have
equal and symmetrical current paths. Due to the symmetrical
current paths, the sensing modes focusing on the corners
(mode 3: Fig. 5c; modes 4–6: Fig. S6.2a–c†) gave similar impe-
dance values for a gelatin cylinder in the centre of the
measurement chamber. Moreover, since the used gelatin cylin-
ders and the surrounding scaﬀold had the same material com-
position, mode 3 did not show any diﬀerence in comparison
with modes 4–6 when a gelatin cylinder was placed in the top
left corner.
Fig. 6 and S6.3† show corresponding data for the artificial
cylindrical 3D cell constructs placed at the top left corner and
in the centre. For each sensing mode, the 3D cell constructs
showed higher impedance in comparison with the plain
gelatin cylinders (control, Fig. 5 and S6.2†). As expected,
modes 1 and 2 (Fig. 6a and b) showed higher impedance when
the cylinder was placed in the centre and lower impedance
when it was placed in the top left corner. The same applies to
modes 7 (Fig. 6d) and 8 (Fig. S6.3d†). The key validation of the
sensing method was given by mode 3 (Fig. 6c), resulting in
higher impedance when the 3D cell construct was placed at
the top left corner (i.e. the position where it was shown to have
the highest S). The spectrum for the top left corner is clearly
separated from the one representing the centre, where mode
3 has a very low S. Mode 6 (Fig. S6.3c†), which has S = 0 at the
top left corner, gives a further validation. In this case, the
impedance magnitude of the spectra is considerably higher
when the 3D cell construct was placed in the centre compared
to the top left corner. Modes 4 and 5 (Fig. S6.3a,b†) showed a
similar behaviour disregarding the position of the 3D cell
construct.
The s.e.m. for all the acquired spectra in relation to the
diﬀerent modes and positions of the gelatin cylinders (with
and without cells) were of the same order of magnitude and
slightly below 10%. However, the s.e.m for the plain gelatin
cylinders is slightly lower, which can be explained by the fact
that the presence of cells increases the inhomogeneity of the
cylinders. The appearing diﬀerences in s.e.m between the
diﬀerent modes may be derived from minor variations in elec-
trode positioning which causes deviation from perfect sym-
metry. Additionally, repeated experiments using the same
recleaned and reassembled electrodes in the measurement
chambers may aﬀect the electrode shape, therefore also contri-
buting to diﬀerences between experiments.
The presented method allows addressing the detection of
diﬀerent sample sub-volumes in a biologically relevant 3D
environment. Such method responds to the spatial distri-
bution of cell aggregates in a biocompatible scaﬀold for tissue
engineering. The simulation of the sensitivity field distri-
bution related to each sensing mode provides qualitative infor-
mation that describes its focus on a specific 3D sub-volume
and its weight on the total measured impedance. Hence, the
measured impedance using the diﬀerent sensing modes can
be applied in tissue engineering applications to obtain insight
about proliferation and accumulation of cells in specific sub-
volumes of a large 3D scaﬀold. This may be also applied for
scaﬀold characterisation in terms of structural features (e.g.
channels mimicking vascularisation) and potentially used for
co-cultures of diﬀerent cell types.
4. Conclusions
Several electrode combinations (sensing modes) can be used
for multiplexed 4-terminal (4T) impedance sensing to provide
spatial information of objects placed in a biologically relevant
3D environment, which is compatible with tissue engineering
applications. The results presented here demonstrate the
potential and suitability of our impedance-based sensing
method for future monitoring of tissue engineering processes,
such as the formation of bioartificial organs. Our method is a
first step towards miniaturisation of impedance detection to
enable on-line monitoring with 3D spatial resolution and, pro-
vides the fundamental basis for reconstruction of images
related to cell distribution in a 3D environment using several
multiplexed measurements.
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